SOLUTION CHANGE

.20

WASHINGTCON CO.
SHERIFF'S OFFICE
DATAMASTER dmt: 100284

Date: 03/01/2021

CPERATOR NAME:

MATTHEW K JACKSON

Permit #: 40078

Operator Agency/Dept: WASHINGTON CO. SO
Reference Standard {: 20500

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 07:04
INTERNAL STANDARD VERIFIED 07:04
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 07:04
BLANK TEST 0.40 07:05
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD ¢.10 07:05
BLANK TEST .00 07:06
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 07:06
BLANK TEST 0.00 07:07

.14}

.06~
04|

.0z

0. 00[
0
0.20

.12
.10 (
Y I N—
. 06}

Y —

Alcohol {g/210L)

.18k ----- Flow Rate{L/M)

_lgAq_“““"mL. (-

40.0

136.¢

. 08 B DS A O TROAR . TR

1 i : 0.0
5 10 15 20 25 30
; i : 40.0
Alcohol{g/210L)
L1gd----- Flow Rate(L/M} ~{36.0
.16 ~[32.0
14 U S 28.0

8.0
Ny _.-....__;f.__i, - - e Fuunea e et e e enstn fanae e st s s e ee et e R 8ot et bt r et i eeeentnee i R ]
g. ool H i : .0
5 10 15 Z0 25 30
0.20 ! i :: 40.0
Alcohol (g/210L)

1gfei - Flow Rate(L/M) 36,0
W LB e e e e .............................. ~132.0
1 dee ; ué ....... 128.0
24.0
T 20.0
16.0

. E: “,,,12.0

5.0

40

.00 3 : ; 0.0

0 5 10 15 20 25



